[image: image1.png]


               HYDRO-ZONE, INC. 
                    17800 TELEGRAPH, ROMULUS, MI  48174
                                  PHONE:  (734) 247-4488   FAX (734) 247-4489 
ACIDITY TEST KIT

Code:  HZTK1027-Z          
          
(1 drop = 0.8% Acetic Acid w/ 1.0 ml to 25 ml)

            

(1 drop = 3.2% Acetic Acid w/1.0 ml to 100 ml)

FOR WEAK ACID
1.  Rinse sample vial with water or acid to be tested.  Use 1.0 ml

pipet to transfer 1.0 ml of acid into clean calibrated sample vial. 

2.  Dilute to 25 ml with deionized water.  

3.  Add 3 drops of HZAI6925, Total Alkalinity Indicator.  Swirl to mix.

Sample should be red color.

4.  Add HZSH6939, Sodium Hydroxide Reagent one drop at a time while

swirling.  Count the drops until the sample turns from red to green. 


The number of drops X 0.8 = the % Acetic Acid.




FOR CONCENTRATED ACID
1.  Rinse sample vial with water or acid to be tested.  Use 1.0 ml

pipet to transfer 1.0 ml of acid into 100 ml volumetric flask.

2.  Transfer dilute acid to 25 ml mark on calibrated sample vial.  

3.  Add 3 drops of HZAI6925, Total Alkalinity Indicator.  Swirl to mix.


Sample should be red color.

4.  Add HZSH6939, Sodium Hydroxide Reagent one drop at a time while

swirling.  Count the drops until the sample turns from red to green. 


The number of drops X 3.2 = the % Acetic Acid.

REAGENTS AND COMPONENTS:

1 X Plastic Case w/insert


1 X 1 OZ DB, HZAI6925-A, Total Alkalinity Indicator.                                     


1 X 2 OZ DB, HZSH6939-B, Sodium Hydroxide Reagent

1 X HZVL-1005-V, Calibrated Sample Tube, 10-50 ml        


1 X Instructions, Acidity Test Procedure       
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